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Introduction
Multifocal intraocular lenses (IOLs) are increasingly implanted in pseudophakic patients to increase spectacle independence. In the recent years, the number of new optical designs available has increased. Bifocal and trifocal diffractive IOLs are the most commonly implanted and provide a range of vision from distance to intermediate and near distance. These IOLs allow independence of spectacle correction for intermediate and near vision [1] . However, the simultaneous focusing of objects from different distances across a distance of approximately 1 mm in front of the retina along the optical axis induces formation of haloes and other visual phenomena around the best focused image [2] . Complaints of night vision disturbances or photic phenomena are common with these devices causing some degree of dissatisfaction with the outcomes, which accounts for more than a third of the main reasons for IOL explantation [3, 4] .
Considering the potential medical impact of photic phenomena, there have been efforts to investigate and quantify these complaints. Several instruments have been used including halometers [5] and subjective questionnaires [6, 7] . Mastropasqua et al. [8] used some subcategories of the National Eye Institute Refractive Error Quality of Life Instrument-42 (NEI-RQL42) questionnaire comparing three groups of 20 patients each implanted bilaterally with bifocal 2.5 D, bifocal 3.0 D, and mixed contralateral implantation of each lens. Gundersen and Potvin [9] used the National Eye Institute Visual Function Questionnaire (NEI-VFQ) in two cohorts of 11 patients each implanted with diffractive bifocal toric and trifocal toric IOLs. The recently developed Quality of Vision (QoV) questionnaire by McAlinden et al. [10, 11] includes specific categories for dysphotopic phenomena with simulation images and might be a more adequate instrument to subjectively assess the performance of multifocal IOLs.
In a further attempt to get objective metrics of the photic phenomena, different instruments and devices have been engineered. Systems aiming to measure the size of the distortion by analyzing a certain area of the visual field only and expanding the results to 360°of the field usually assume that the distortion might be circular and symmetric in shape [2, 12] , which is not actually the case for most people describing such phenomena. More recently, Puell et al. [13] investigated the size of the halo in the general population using the commercial Vision Monitor device. This device measures the ability to recognize letters in three semimeridians around a source of glare at 2.5 m. Indeed, the systems described provide a single value of size around the central source of light. Other experimental devices have been described for use in clinical practice that present peripheral detection stimuli in the form of fluorescent paint which might limit their use as uniform methods for visual assessment [14] .
The Light Distortion Analyzer (LDA) is a device consisting of 240 individual light-emitting diodes (LEDs) surrounding a central larger LED acting as source of glare [15] . The exam is performed in a darkened room at 2.0 ms, and it provides different morphological metrics of light disturbances in 30 to 90 seconds per exam [16, 17] which are sensitive to small changes in optical higher-order aberrations [18] .
With the aim to reduce the complaints of photic phenomena, the concept of extended depth of focus IOLs has been developed to provide more consistent distance and intermediate vision with less photic phenomena, at the expense of some loss of near vision [19] . Trifocal IOLs have also showed better performance in terms of halo formation compared to bifocal IOLs [20] .
Considering the existing concern of photic phenomena with modern IOLs, the potential benefit of new devices in terms of reduction of visual complaints, and the existence of newly developed systems to capture quantitative metrics of such phenomenon, the main goal of the present study is to compare the visual performance of three multifocal IOLs with particular attention to the subjective complaints and the quantitative measurement of the photic phenomena in pseudophakic patients after cataract extraction.
Material and Methods
This was a prospective study involving patients bilaterally implanted with one brand of multifocal IOL (the same IOL implanted in both eyes). These IOLS were implanted following cataract extraction with phacoemulsification and targeted for emmetropia. Inclusion criteria for enrollment in the present study included no active ocular disease except cataract, nonsevere dry eye, uneventful cataract surgery and postoperative healing process, clear posterior capsule and lens implant, no pupillary abnormality, postop refractive error within ±1.00 diopters (D), and an unaided postoperative visual acuity of 0.10 logMAR or better. Exclusion criteria were IOL dislocation, posterior capsule opacification, or any vitreous or retinal disease. In agreement with the Declaration of Helsinki, the protocol of the study was reviewed and approved by the Ethics Committee of Hospital da Luz (Lisbon, Portugal). Before data collection, patients were instructed on the purpose of the study and procedures used and signed a consent form before formal enrollment.
Surgical procedures were conducted by the same experienced surgeon (FR) under local anesthesia through a microincision of 2.2 mm. Prior to surgery, patients underwent a comprehensive ophthalmological examination including optical biometry and anterior surface optical tomography for the calculation of the power of the IOL using a semicustomized ray-tracing method [21] . Surgical procedures with IOL implantation were conducted with a difference of 7 days between eyes. A summary of the technical details of the IOLs implanted is presented in Table 1 .
The AcrySof® IQ PanOptix (TFNT00) is a single-piece copolymer acrylate-methacrylate trifocal IOL (Alcon Laboratories, Texas, USA). The posterior lens surface is spherical, and the anterior surface is aspheric with a diffractive/ refractive surface. The lens incorporates a blue-violet filter The TECNIS® Symfony model ZXR00 (Abbott Medical Optics, Santa Ana, USA) is a biconvex and pupilindependent diffractive IOL combining an achromatic diffractive surface with an echelette design. The achromatic surface is aimed to correct chromatic aberrations and enhance contrast sensitivity. The echelette design which is a specific type of diffraction grating aims to extend the range of vision. Its overall diameter is 13.0 mm and its optical zone diameter is 6.0 mm. The power spectrum available ranges from +5.0 to +34.0 D and incorporates an UV lightabsorbing filter. The lens received a CE mark in June 2014.
The main outcome measures were binocular highcontrast visual acuity for different levels of defocus from +1.00 to −3.00 in 0. ) conditions with glare (28 lux-glare II) was evaluated using the Functional Visual Analyzer (FVA, Stereo Optical Company Inc., USA). Subjective quality of vision was assessed with the Quality of Vision (QoV) questionnaire [6, 10, 22] . The questionnaire consists of 10 items with visual pictures to simulate the visual symptoms for the first 7 items and has three subscales: frequency, severity, and bothersome. The questionnaire has been previously developed and validated with the Rasch analysis. The Rasch-scaled scoring is on a 0-100 scale with higher scores indicating worse quality of vision [23] . There are three scores, one for each of the three subscales. Light distortion analysis for size, shape, and regularity of the halo surrounding a source of glare was assessed with a custom-made device (Light Distortion Analyzer, CEORLab-University of Minho, Portugal). The characteristics of this device, examination routines, and main outcome measures have been previously described and validated in clinical populations [15] [16] [17] including pseudophakic patients [20, 24] . The size of the light distortion compared to the total area under evaluation, also known as the light distortion index (LDI%), was calculated. Considering the symmetric bilateral implantation, for monocular analysis, only the right eye was considered. Binocular summation was calculated as the % decrease or increase in light distortion under binocular conditions compared to the average monocular value. Patients were evaluated once between 1 and 3 months after surgery.
Statistical analysis was conducted using SPSS v21.0 (IBM Inc., IL). Normality of data distribution was assessed using the Shapiro-Wilk test. Comparison between monocular and binocular values was evaluated by paired sample t-test or nonparametric Wilcoxon signed-rank test, while comparisons between clusters of patients with different IOLs implanted were evaluated with independent sample t-test or the nonparametric Mann-Whitney test. Correlations were assessed using Pearson correlation or nonparametric Spearman correlation. ANOVA or Kruskal-Wallis with multiple post-hoc comparisons was used to compare the outcomes among different IOL groups. The level of statistical significance has been set at p < 0 050.
Results
Demographic data of patients enrolled in each group are presented in Table 2 along with pre-and postoperative clinical data. There was a statistically significant difference in J0 between the three groups postoperatively (Kruskal-Wallis test), but the differences were not clinically different. Comparisons for all other parameters indicated no statistically significant differences between groups (p > 0 050).
Postoperative uncorrected distance visual acuity was 0.08 ± 0.12 logMAR for the whole sample, and there were no statistically significant differences between the IOL groups (p = 0 780). Best-corrected distance visual acuity improved to −0.16 ± 0.27 logMAR for the whole group. Contrast sensitivity function under photopic and scotopic conditions is presented in Figure 2 . Differences between IOLs were not significantly different at any spatial frequency under both conditions (p > 0 050). Under photopic conditions (Figure 2(a) ), the three IOLs are above the inferior limit of normality for 3, 12, and 18 cpd. Conversely, the three lenses dropped below the inferior limit of normality for 6 cpd, and the PanOptix was below the inferior limit for 1.5 cpd. Only for the lowest frequency, the PanOptix lens performed worse than the other two lenses (p = 0 049).
The light distortion analysis (Figure 3) showed that the EDOF IOL had larger values of LDI (34.6 ± 16.0) compared with the two trifocal IOLs but this difference was not statistically significant (p = 0 237).
The results of the subjective questionnaire are presented in Figure 4 . While the Symfony IOL presented higher values showing worse performance in all categories, differences were only statistically significant (p = 0 011) for the bothersome subscale that reached an average value of 47.2 ± 16.0 compared with that of FineVision (32.8 ± 16.0) or PanOptix (37.9 ± 12.0).
Discussion
In the present study, we report comparative performance of the three newly designed IOLs for the correction of presbyopia in patients successfully implanted and with optical distance vision correction as shown in the through-focus curves. For distance vision, our uncorrected visual acuity was inferior to the values reported by other authors that might be related to the residual refractive errors reported in Table 2 . Discrepancies with the outcomes of other studies [25, 26] might be also related to the methodologies used to record acuity using targets at infinity in devices such as the Functional Visual Analyzer as we used or real targets at shorter distances as the ETDRS charts. However, several other studies do not report the tests used that makes it difficult to compare the results. Visual performance at different vergences showed a similar behavior for both trifocal lenses, as expected. In contrast, the EDOF lens provided a consistent visual performance from distance and intermediate distance, worsening below the performance of the trifocal lenses for 50 cm and closer distances. The uniform range of vision near the 0 vergence might imply that this lens is more robust to errors in the power calculation or in the final position of the lens, without reducing distance vision significantly. This is in disagreement with results presented recently by Gatinel and Loicq [27] reporting optical bench measurements in the Symfony EDOF IOL compared with a bifocal and a trifocal IOL that predict a drop in modulation transfer function (MTF) for the EDOF lens at intermediate vision for pupil sizes larger than 2 mm. Considering that the pupil size of our sample (4.35 mm) is larger than the 3.75 mm of the maximum pupil evaluated by Gatinel and Loicq, a worse performance at intermediate vision would be expected based on optical bench measurements. Our clinical results are much better than those predicted. On the other hand, the D) . This provides a wide range of good vision for the PanOptix from distance to 40 cm as we report, and this is in agreement with preliminary data reported by Kohnen [28] on the first six eyes implanted with this lens. The previous should not be understood as a direct justification of the visual outcomes found in this study as the MTF has shown to be not a good predictor of the clinical visual acuity outcomes [29] . The present study showed also for the first time for the IOLs investigated that the light distortion, as measured with the Light Distortion Analyzer, affects a significant proportion of patients, showing an increase compared to the mean and median values of approximately 15-23% previously reported for monofocal IOLs [20, 24] . These monofocal IOL studies were for older populations (64-70 years of age) compared to the present study (62-63 years). This is in agreement with the common clinical knowledge and also with the preliminary data recently published by Brito et al. [20] with the AT Lisa bifocal and trifocal IOLs. In their investigation of light distortion with the trifocal AT Lisa 839M and bifocal AT Lisa 909MP, the authors reported an average binocular LDI of 29.29% and 40.49%, respectively, compared with 15.28% for the monofocal control group. Our results for the trifocal IOLs (PanOptix and FineVision) agree with those reported by Brito et al. In contrast with the expected, the EDOF IOL showed higher average values compared with the trifocal IOLs.
Despite the fact that average values of light distortion were higher in patients with poorer low-contrast visual acuity and lower contrast sensitivity postoperatively, the correlations between light distortion and the remaining visual functions were generally poor (correlation coefficient < 0.400). This suggests that the CSF and LDA measure different aspects of quality of vision in patients implanted with multifocal IOLs. In IOL patients, contrast sensitivity may be reduced due to decreased visual quality, residual refractive error, split of light into different foci, or intraocular light scatter. In the present study, we found CS values within the normal range expected for the age of the patients under photopic conditions. However, under scotopic conditions with glare, the CS was reduced for all lenses. The three lenses performed similarly in terms of contrast sensitivity. This might be explained by the fact that we measured CSF at distance where the three lenses show accurate refractive outcomes as seen in the defocus curves. The lower values for the PanOptix at lower frequencies compared with the other two lenses might be related to the limited sample in this group compared with the other two.
Mastropasqua et al. evaluated the patient satisfaction after bilateral implantation and combination of two similar multifocal IOLs using the National Eye Institute Refractive Error Quality of Life Instrument-42 questionnaire. Though this questionnaire has not been specifically devised to evaluate dysphotopic phenomena and contains some serious psychometric flaws [30, 31] , it includes some questions such as glare. While the 2.5 D addition subgroup showed a higher glare score (better performance) compared with the higher addition, this was not statistically significant [8] . Our results with the QoV questionnaire agree with those with the LDA measurements showing a slightly worse performance with the Symfony compared with the trifocal IOLs, and this difference was statistically significant for the bothersome subscale. As said, this was not expected as this IOL should reduce halo perception. However, in vitro measurements obtained by Gatinel and Loicq show that this lens is expected to show a more intense first halo compared with other trifocal and bifocal lenses. They also report the spherical aberration for this lens and show that for a 4.5 mm pupil (similar to the one shown by our patients), the lens will induce high negative spherical aberration (−0.24 micron). In a recent study, Macedo-de-Araújo et al. [18] showed that inducing positive or negative spherical aberration in a nonaccommodating eye will increase significantly the light distortion size. This negative spherical aberration is necessary to create the EDOF effect, but the consequence might be a larger halo perception under night vision conditions. In contrast, according to Table 1 , the remaining two lenses induce a slightly negative spherical aberration that counterbalances the aberration of the cornea in the pseudophakic patient and improves quality of vision. Therefore, we hypothesize that the increase in light distortion in the trifocal lenses is due to the superposition of the near, intermediate, and distance focused and defocused images in the retinal plane, while with the EDOF lens, the increase in negative spherical aberration along with the diffractive optics for the achromatizing purpose that might create some scattering phenomena might add to each other to generate a larger distortion under the conditions of our measurements with this experimental device. This observation is also supported by the QoV questionnaire results, particularly for the bothersome score. In trifocal IOLs, this phenomenon can be explained by the superposition of the near and distance foci [32] but the same mechanism should not explain the findings in the extended depth of focus IOL. The potential involvement of scattered light in the echelletes of the diffractive achromatizing surface is a hypothesis that should be investigated in future studies.
One limitation of the present study is the limited sample. The sample might also be underpowered to detect differences in the light distortion and the subjective QoV questionnaire. This is even more relevant in the PanOptix group with only 7 subjects. Assuming that one of the IOLs under comparison would be hypothesized not to induce haloes, this small sample should warrant 80% statistical power to detect differences in light disturbance of 30 units between lenses on a parallel study design. Instead, we found that all IOLs under comparison induce similar light disturbance as measured with this experimental device with a nonstatistically significant trend for the EDOF IOL to show a worse performance in terms of light distortion and subjective performance (statistically significant in the bothersome domain). Residual refractive errors might also justify differences in performance in terms of light disturbances and visual complaints, but we have not observed significant differences in this domain either in the spherical equivalent or in the astigmatic components (see Table 2 ). However, even under good refractive outcomes, it is expected that the complaints of dysphotopsia can be present. In a recent large study involving several thousands of patients, nearly 40% of the patients complained of worse night vision after implantation, despite their good uncorrected distance visual acuity [26] . A recent study showed that the first halo estimated in an optical bench for the Symphony lens was more intense compared with that for the trifocal FineVision and a bifocal IOL [23] . This should be further investigated in future studies involving larger sample sizes, including the potential relationship between the size and intensity of the haloes measured in an optical bench and those measured after lens implantation with a psychophysical method such as the LDA used in this work.
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